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Cervical spinal cord injuries (SCIs) often lead to loss of motor function in
both hands and legs, limiting autonomy and quality of life. While it was
shown that unilateral hand function can be restored after SCI using a hybrid
electroencephalography/electrooculography (EEG/EOG) brain/neural hand exoskeleton
(B/NHE), it remained unclear whether such hybrid paradigm also could be used for
operating two hand exoskeletons, e.g., in the context of bimanual tasks such as eating
with fork and knife. To test whether EEG/EOG signals allow for fluent and reliable as well
as safe and user-friendly bilateral B/NHE control, eight healthy participants (six females,
mean age 24.1 ± 3.2 years) as well as four chronic tetraplegics (four males, mean
age 51.8 ± 15.2 years) performed a complex sequence of EEG-controlled bilateral
grasping and EOG-controlled releasing motions of two exoskeletons visually presented
on a screen. A novel EOG command performed by prolonged horizontal eye movements
(>1 s) to the left or right was introduced as a reliable switch to activate either the left
or right exoskeleton. Fluent EEG control was defined as average “time to initialize” (TTI)
grasping motions below 3 s. Reliable EEG control was assumed when classification
accuracy exceeded 80%. Safety was defined as “time to stop” (TTS) all unintended
grasping motions within 2 s. After the experiment, tetraplegics were asked to rate
the user-friendliness of bilateral B/NHE control using Likert scales. Average TTI and
accuracy of EEG-controlled operations ranged at 2.14 ± 0.66 s and 85.89 ± 15.81%
across healthy participants and at 1.90 ± 0.97 s and 81.25 ± 16.99% across
tetraplegics. Except for one tetraplegic, all participants met the safety requirements.
With 88 ± 11% of the maximum achievable score, tetraplegics rated the control
paradigm as user-friendly and reliable. These results suggest that hybrid EEG/EOG
B/NHE control of two assistive devices is feasible and safe, paving the way to test this
paradigm in larger clinical trials performing bimanual tasks in everyday life environments.
Keywords: bilateral exoskeleton control, bimanual tasks, EEG, EOG, brain-computer interface, BCI, brain-
machine (computer) interface
INTRODUCTION
Cervical spinal cord injuries (SCIs) often result in loss of motor function in all four extremities.
According to the National Spinal Cord Injury Statistical Center (NSCISC), 41.1% of all SCIs lead
to complete or incomplete tetraplegia (National Spinal Cord Injury Statistical Center, 2019). While
the inability to walk is usually sufficiently compensated by use of a wheelchair (Rushton et al., 2010),
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restoration of hand and arm function is still insufficiently solved.
Therefore, restoration of hand and arm function is of highest
priority in this patient population (Anderson, 2004; Snoek et al.,
2004; Lo et al., 2016). Depending on the SCI’s location, the
degree of impairment and related motor inabilities can vary
substantially. In particular, injuries between the spinal motion
sections C5 and C7 are characterized by some remaining motor
function in the shoulder and arm but absence of movements
in the wrist and fingers (Ahuja et al., 2017). For these cases,
restoration of hand function would be an important goal to regain
autonomy and to improve quality of life (Campbell et al., 1999).
To date, the most common methods for restoration of upper
limb motor function are surgical interventions (Bunketorp-Käll
et al., 2017). To a certain degree, upper limb reconstructive
surgeries, such as tendon transfers or tenodesis (Bednar and
Woodside, 2018), can restore arm and hand function in SCI.
However, besides the risks associated with surgery, tendon
transfer strongly depends on the availability and quality of
tendons and muscles suitable for transfer. While tenodesis
enables tetraplegics to passively grasp objects through extension
of the wrist (termed tenodesis grasp), the resulting grasping force
is often insufficient to perform basal activities of daily living
(ADLs), e.g., lifting up a water bottle, zipping a jacket, or reliably
holding cutlery for eating (Dunn et al., 2016).
As an alternative to surgical interventions, recent
advancements in neurotechnology and robotics opened up
new possibilities to restore hand and arm function after cervical
SCI (Soekadar et al., 2016) or stroke (Soekadar et al., 2008,
2015a; Nann et al., 2020). It was shown that exoskeletons or
functional electrical stimulation (FES) of paralyzed muscles
can enhance grasping force and improve hand function in
tetraplegics (Ragnarsson, 2008; Ho et al., 2014; Yun et al., 2017;
Cappello et al., 2018). A very intuitive way to control such
assistive devices can be achieved by using a brain–computer
interface (BCI; Wolpaw et al., 2002; Collinger et al., 2013a).
BCIs translate electric, magnetic, or metabolic brain activity,
e.g., associated with motor imagery (MI) or the attempt to move
the paralyzed fingers, into control signals of digital devices, e.g.,
a robotic arm (Hochberg et al., 2012; Collinger et al., 2013b),
exoskeleton (Soekadar et al., 2016; Tang et al., 2016; Frolov
et al., 2017; Benabid et al., 2019), or FES device (Osuagwu
et al., 2016; Vidaurre et al., 2016). Besides providing assistance,
it was shown that repeated BCI use following SCI can also
trigger neural recovery (Donati et al., 2016). Several studies
showed that BCI-controlled FES can restore hand movement
(Bouton et al., 2016; Vidaurre et al., 2016; Ajiboye et al., 2017).
However, it is noteworthy that persons with SCI can develop
upper extremity spasticity (Holtz et al., 2017; Gohritz and Fridén,
2018). In such cases, effective restoration of hand function
via FES may not be successful due to increased muscle tone
and tendon contractures. In contrast, a BCI-controlled hand
exoskeleton, which actively opens and closes the affected hand,
can overcome such limitations and may, thus, be superior
to BCI-controlled FES. Within the last years, several robotic
devices have entered the commercial market including three
exoskeletons that were specifically designed for SCI patients
(Mekki et al., 2018). Although still rather cost-intensive, new
3D-printed designs may yield low-cost hand exoskeletons in the
near future (Yoo et al., 2019).
The most common approach for non-invasive brain/neural
control of an exoskeleton uses modulation of sensorimotor
rhythms (SMRs, 8–12 Hz) quantified as event-related
desynchronization (ERD; SMR-ERD; Pfurtscheller and da
Silva, 1999; Soekadar et al., 2011). SMR-ERD modulations related
to MI or attempted finger movements are most prominent over
the hand knob area of the contralateral primary motor cortex.
Using electroencephalography (EEG), the optimal position to
record SMR-ERD is typically at electrode positions C3 or C4
(according to the international 10/20 system; Neuper et al., 2006).
Recently, it was demonstrated that a SMR-based brain/neural
hand exoskeleton (B/NHE) can fully restore unilateral hand
function in tetraplegics in an everyday life environment, e.g.,
to eat and drink in an outside restaurant (Soekadar et al.,
2016). To deal with the inherent low signal-to-noise ratio
of EEG recordings in everyday life environments, a hybrid
EEG/electrooculography (EEG/EOG) brain/neural–machine
interaction (B/NMI) system has been successfully introduced
(Soekadar et al., 2015b, 2016; Crea et al., 2018; Nann et al.,
2020). To enhance BCI control in everyday life environments,
maximal horizontal oculoversions (HOVs) assessed by EOG
were integrated as an additional control signal to reduce false
classifications (Witkowski et al., 2014; Soekadar et al., 2015b).
While exoskeleton closing motions were controlled by SMR-ERD
related to intended grasping movements, HOVs were translated
into opening motions or veto commands to interrupt unintended
closing motions.
To date, the majority of studies in clinical settings have mainly
focused on the restoration of unilateral motor function (Alam
et al., 2016; Carvalho et al., 2019; Coscia et al., 2019). Most
ADLs, however, involve bilateral motor function, e.g., eating with
fork and knife, opening a water bottle, or a bag of potato chips.
While, for example, a unilateral B/NHE might be sufficient to
restore bimanual ADLs in hemiplegic stroke patients, patients
suffering from tetraplegia depend on mobilization of both hands
and arms to execute bimanual tasks. Therefore, a reliable and safe
control paradigm allowing intuitive operation of bilateral hand
exoskeletons would be very desirable.
The goal of such a bilateral control paradigm is to reliably
detect the user’s attempt to operate either the left or right
exoskeleton, both exoskeletons simultaneously, or none of them.
This results in a four-class classification problem. The simplest
approach to deal with such a multiclass problem is to implement
a single classifier that differentiates between left and right
hemispheric SMR-ERD (Meng et al., 2016; León, 2017; Lotte et al.,
2018). Although Meng et al. (2016) demonstrated that this kind of
classification method is feasible in principle, it requires sufficient
lateralization of SMR-ERD to C3 and C4. Given that chronic
tetraplegics often do not show such lateralization (Osuagwu et al.,
2016; Dahlberg et al., 2018), such approach may not be suitable
for reliable exoskeleton control in SCI. A possible solution to
overcome the lack of lateralization in SCI patients is to introduce
a reliable switch to activate either the left or right exoskeleton.
Here, we introduce a novel EOG command performed by
prolonged HOV (>1 s; Figure 3) to the left or right and
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tested whether use of such new command allows for reliable
control of two hand exoskeletons. The prolonged HOV is not in
conflict with the already established hybrid EEG/EOG paradigm
according to Soekadar et al. (2016), where a short HOV (<1 s;
Figure 3) is used to veto an ongoing exoskeleton opening or
closing. To test the feasibility and safety of such novel bilateral
EEG/EOG-based B/NMI control, eight healthy participants as
well as four chronic tetraplegics performed a neurofeedback
paradigm consisting of a complex sequence of bilateral grasping
and releasing motions of two exoskeletons visually presented on
a screen. In the following work, feasibility was defined as fluency
and accuracy of bilateral EEG/EOG B/NHE control. While
fluent control was defined as “time to initialize” (TTI) EEG-
controlled operations in average below 3 s (i.e., valid SMR-ERDs
were detected in average within 3 s; Crea et al., 2018), reliable
control was defined as average classification accuracy above 80%,
following the recommendation of Vidaurre and Blankertz (2010)
and Ortner et al. (2015), e.g., when benchmarking common
spatial patterns (CSPs). Safety requirements were met when all
unintended closing motions were interrupted by using short
HOV before the exoskeleton was fully closed. This means the
“time to stop” (TTS) all unintended closing motions ranged
within 2 s, the time of a full exoskeleton closing motion.
Moreover, user-friendliness of bilateral control was assessed
among tetraplegics by using a Likert scale.
MATERIALS AND METHODS
Participants
Eight BCI-naive healthy participants (six females, mean age
24.1 ± 3.2 years) and four BCI-naive chronic tetraplegics (four
males, mean age 51.8 ± 15.2 years, time since injury > 2 years)
with complete [n = 2; American Spinal Injury Association
(ASIA), grade A] and incomplete (n = 2, ASIA grades B and
C) SCI (injury location between C5 and C7) were invited to a
single-session experiment at the University Hospital of Tübingen,
Germany. Before entering the study, all participants provided
written informed consent. The study protocol complied with
the Declaration of Helsinki and was approved by University of
Tübingen’s local ethics committee (registration code of ethical
approval: 201/2018BO1).
Experimental Setup and Biosignal Online
Processing
Electroencephalography was recorded from nine conventional
recording sites (F3, T3, C3, P3, F4, T4, C4, P4, and Cz according
to the international 10/20 system; Figure 1). Two additional EOG
electrodes were placed laterally to the outer canthi of the left
and right eye to assess HOVs (Figures 1, 2; Heide et al., 1999).
A reference electrode was symmetrically placed over the sagittal
midline at FCz to avoid biased electrical potentials toward one
hemisphere (Figure 1). The ground electrode was located at Fpz
(Figure 1). All biosignals were sampled at 1 kHz and amplified
by a wireless active-electrode EEG system (actiCAP R©, LiveAmp R©,
Brain Products GmbH, Gilching, Germany; Figure 1). To ensure
high signal quality, all impedances were kept below 25 k.
For online processing and classification, the BCI2000 software
platform was used (Schalk et al., 2004). In order to attenuate eye
blinks and other bihemispheric artifacts, bipolar EOG signal was
calculated by subtracting left from right EOG. To remove low-
frequency drifts as well as high-frequency noise, the bipolar EOG
signal was then band-pass filtered with a first-order Butterworth
filter at 0.02–3 Hz. To reduce the relatively long settling time
that the low high-pass corner frequency at 0.02 Hz would have
caused (>50 s), the band-pass filter was initialized with the mean
value of the first processed sample block of the bipolar EOG
signal. Such filter initialization drastically reduced the settling
time to be applicable in online settings. The very low frequency
content in the EOG signal allows to extract the quasi-rectangular
curve shapes resulting from HOVs and thus ensures reliable
detection of prolonged HOVs (i.e., threshold was exceeded for
>1 s; Figure 3). EEG signals were first band-pass filtered with
a first-order Butterworth filter at 1–30 Hz to remove baseline
drifts and high-frequency noise. Afterward, surface Laplacian
filters were applied to increase signal-to-noise ratio of the
target electrodes at C3 and C4, respectively, (McFarland, 2015).
A surface Laplacian filter was shown to be effective in detecting
motor-specific SMR-ERD especially in online settings while
suppressing distant sources (e.g., eye blinks) without the need
for complex models, e.g., accounting for volume conduction.
Subsequently, the power spectra of Laplace-filtered C3 and
C4 EEG signals were estimated online from 500 ms moving
FIGURE 1 | Electroencephalography/electrooculography (EEG/EOG)
electrode setup. EEG setup: Nine conventional EEG recording sites were used
in accordance to the international 10/20 system. Five electrodes on each
hemisphere were applied that were centered around C3 (green color coding)
and C4 (orange color coding). Signals from Cz were used for both
hemispheres. EOG setup: Two EOG electrodes (light blue color coding) were
placed laterally of the outer canthi of the left and right eye to assess horizontal
oculoversions (HOVs) based on the bipolar EOG signal (i.e., difference
between EOG1 and EOG2). Ground and reference electrodes were placed at
Fpz (black color coding) and FCz (dark blue color coding), respectively.
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FIGURE 2 | Experimental setup. Participants were equipped with a wireless
active-electrode electroencephalography/electrooculography (EEG/EOG)
recording system (actiCAP R©, LiveAmp R©, Brain Products GmbH, Gilching,
Germany) and comfortably seated in front of a screen receiving visual
feedback. Feedback included information about the task to be executed (in
the middle of the screen) and the representation of the left (partly opened
yellow circle indicates active exoskeleton) and right exoskeleton (partly
opened gray circle indicates inactive exoskeleton) visualizing opening or
closing motions. The figure shows an EOG electrode laterally placed to left
outer cantus and five EEG electrodes arranged over the left hemisphere to
assess Laplace-filtered brain activity at C3.
windows based on an autoregressive model of order 100 (Burg
algorithm; Soekadar et al., 2011). Dependent on the optimal SMR
frequency showing the largest modulation between 8 and 13 Hz
during motor imagination/attempted finger movements vs. rest,
the accumulated power of a 3-Hz bin around that modulation
frequency [frequency of interest (FOI) ± 1.5 Hz] was extracted.
Lastly, SMR-ERD related to imagined or attempted right- or left-
hand movements was computed according to the power method










× 100 % (2)
where Pt is the estimated power of the 3-Hz-wide bin at
every sample block t. RV is the reference value to normalize
power Pt to receive the instantaneous ERD(t) at every sample
block t. Notably, to receive ERD related to Laplace-filtered C3
(C3-ERD) and C4 (C4-ERD) EEG signals, two identical SMR-




To calibrate HOV detection thresholds for each side, participants
were instructed to perform 5 short as well as 3 prolonged
HOVs to each side, respectively. HOV detection thresholds
were set at ±70% of median single-trial EOG maxima and
minima (median was selected to receive a more robust
FIGURE 3 | Short horizontal oculoversions (HOVs) vs. prolonged HOVs (figure
shows only curve shape in positive direction resulting from left eye
movements; curve shapes in negative direction from right eye movements are
not visualized). Gray curve shapes show single trials; bold blue lines show
average HOVs. Comparisons reveal distinct time difference between short
HOV (<1 s) and prolonged HOV (>1 s, with its characteristic rectangular
curve shape). The thin blue line indicates the 70% detection threshold.
estimation; Figure 3). To determine the C3- as well as C4-
ERD detection thresholds, two calibration runs were conducted.
During the first run, participants were instructed to either
imagine (healthy participants)/attempt (tetraplegics) left or right
finger movements (active phases) or to relax (rest phases)
according to 20 externally paced randomized visual cues lasting
5 s each. After each active or rest phase, an intertrial interval (ITI)
with a randomized length of 4–6 s followed. After the first run,
FOI was set to the optimal SMR frequency, and RVs for C3 and
C4 were determined as average power of the entire run including
all active and rest phases as well as all ITIs. During the second run,
which consisted the same 20 visual cues, participants received
online visual feedback based on their elicited SMR-ERD at C3 and
C4. Finally, individual SMR-ERD detection thresholds were set
to the average C3- and C4-ERD elicited within all active phases,
respectively. After successful calibration, several familiarization





The EEG/EOG-based bilateral control paradigm was
implemented as a hierarchical classifier with two sequential
binary classification stages. This is a common approach to
decompose the multiclass classification problem into several
binary classification problems (Lotte et al., 2018). At the first
stage, a linear classifier detected prolonged HOVs either to
the left or to the right to activate the respective exoskeleton.
As soon as the HOV detection threshold was exceeded for
longer than 1 s, the classifier recognized this as a volitional
laterality switch and enabled the specific classifier at the second
stage. Dependent on the selected exoskeleton, either C3-
or C4-ERD was then continuously analyzed and translated
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into closing motions as long as the laterality-specific ERD
detection threshold was exceeded. The principle of this two-
stage EEG/EOG-based hierarchical classifier is illustrated in
Figure 4A. To open the closed exoskeleton or to interrupt
(veto) an unintended closing motion, a short HOV to any
direction reset the exoskeleton again. A short HOV was classified
when HOV detection threshold was exceeded less than 1 s
(see Figure 3 for differences in HOV type). Such hybrid short
EOG/EEG-based paradigm was already successfully applied
in tetraplegics during unilateral hand exoskeleton control
(Soekadar et al., 2016). To ensure safety, short HOV commands
had the highest priority to veto any ongoing action in case two
EEG/EOG-based features were detected at the same time (see
priority order in Table 1).
Study Protocol and Audiovisual Online
Feedback
To test for feasibility and safety of the novel EEG/EOG-
based bilateral control paradigm, healthy participants as well
FIGURE 4 | Hierarchical structure of bilateral electroencephalography/electrooculography (EEG/EOG) brain/neural exoskeleton control (A, gray shaded area) vs.
standard EEG-based hierarchical classifier (B). While the user could select the left vs. right side at the first stage, closing vs. rest was classified at the second stage.
Comparison of first stage classifiers: By using prolonged horizontal oculoversions (HOVs) to the left or right based on bipolar EOG (blue electrodes laterally
placed to outer canthi), the subsequent classifiers at the second stage were activated. The solid blue line shows prolonged HOV signals exceeding the detection
threshold for >1 s (blue shaded area). In contrast, a standard EEG-based hierarchical classifier requires distinct lateralization of event-related desynchronization
(ERD) to C3 and C4. A common approach evaluates Laplace-filtered C3-ERD (green electrodes) and C4-ERD (orange electrodes) to classify the left vs. right side. To
activate the left side (left branch), contralateral sensorimotor rhythm (SMR)-ERD at C4 (solid orange line) exceeding the C4-ERD detection threshold (orange shaded
area) is needed. To select the right side, SMR-ERD at C3 (C3-ERD) needs to be detected accordingly (right branch). Second stage classifiers: At this stage,
left/right vs. relax is distinguished. Depending on the classification at the first stage, electrodes of only one hemisphere are activated (green or orange electrode
sites). Solid orange/green line shows valid C4-/C3-ERD (orange/green shaded areas). In case C4/C3-ERD detection thresholds were not exceeded, a relax state
was detected. This classifier stage is identical for both approaches.
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TABLE 1 | Overview of brain/neural-machine interface (B/NMI) control commands.
B/NMI control command EEG/EOG-based feature Respective task instruction with visual feedback
Interrupt closing motion Short HOV toward any side Example: Short HOV to any
side to interrupt (veto) the left ongoing exoskeleton motion
Open exoskeleton Short HOV toward the direction of activated exoskeleton
Example: Short HOV to the left to open left closed
exoskeleton
Switch active exoskeleton Prolonged HOV (>1 s) toward desired hand exoskeleton
Example: Before execute task instruction “Close left!,”
prolonged HOV to the left is required to activate left
exoskeleton
Close exoskeleton SMR-ERD of contralateral motor cortex (C3- or C4-ERD)
Example: C3-ERD required to close right exoskeleton
Rest No action required.
The first column lists all possible commands for controlling each side. Importantly, the order of control commands listed in the table defines priority in case that two
electroencephalography/electrooculography (EEG/EOG)-based features are detected at the same time starting with the highest priority at the top. The second column
shows EEG/EOG-based features including examples for specific task instructions depicted in the third column. In the last column, visual feedback including exoskeleton
motions for specific task instructions is illustrated. Yellow color coding indicates the active exoskeleton; gray color coding, the inactive exoskeleton. Only one possible
instruction is illustrated for each control command. ERD, event-related desynchronization; HOV, horizontal oculoversion; SMR, sensorimotor rhythm.
as tetraplegics performed a pseudo-randomized sequence of
2 × approximately 40 subtasks consisting of all B/NMI control
commands required for bimanual operation of the two visual
exoskeletons (Table 1). The sequence included subtasks to close
one of the exoskeletons (requiring C4- or C3-ERD), to open
them again, or to stop (veto) an ongoing closing motion as
fast as possible to simulate for unintended hand exoskeleton
motions or unexpected incidents (the latter two required both
short HOVs). In case a subtask required to close an exoskeleton,
which had not been activated yet, participants first had to perform
a prolonged HOV to the respective side before closing of the
exoskeleton could be performed. To test for false positives,
intervals to rest were randomly built in, in which the participants
were instructed to avoid any action. A detailed overview on
the bilateral B/NMI control commands, their corresponding
EEG/EOG-based features, and their respective visual feedback
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are summarized in Table 1. To enhance reliable distinction of
short vs. prolonged HOV, an auditory feedback with two different
sounds was provided to confirm successful HOV execution. The
time between subtasks varied randomly between 5 and 7 s. Each
sequence lasted approximately 5 min. In case no SMR-ERD was
elicited, subtasks were aborted after 10 s. The total number of
HOV-based subtasks being executed slightly varied depending
on the users’ previous SMR-ERD performance. For example,
in case the user was not able to elicit ERD during a closing
task, there was no need to reopen the exoskeleton again and
was thus not requested. At the end of the session, tetraplegics
rated user-friendliness of B/NMI control by using a five-level
Likert-scale questionnaire. To account for the special needs of
the tetraplegics, study protocols slightly differed between healthy
participants and the patients. To reduce the overall session length,
only six instead of eight rest phases were included. Moreover,
the veto instructions were not randomly interspersed within the
main study protocol but evaluated in a preceding pure EOG-
based sequence. This was done to not overstrain the capabilities
of the tetraplegic participants, since it was just a one-session study
without any additional training day.
Outcome Measures and Offline Data
Analysis
Feasibility and safety of the novel EEG/EOG-based control
paradigm were assessed according to the following outcome
measures. Feasibility was defined as fluency and accuracy of
EEG-controlled operations. Fluency of control was evaluated as
time from appearance of task instruction until exceedance of
the SMR-ERD detection threshold. In case a laterality switch
was required, timer count started just after successful activation
of the exoskeleton (by performing a prolonged HOV). Fluent
control was assumed when the average TTI such EEG-controlled
operations ranged below 3 s (Crea et al., 2018). To assess the
accuracy of bilateral control, the two-stage classifier performance
was evaluated. At the first stage, exoskeleton selection was
considered valid when successful prolonged HOV was performed.
At the second stage, a trial was counted as successful when a
full exoskeleton closing motion was conducted requiring the
side-specific SMR-ERD detection threshold to be exceeded by
a minimum of 2 s in total. Accurate bilateral control was
assumed when the accuracy of all classifiers exceeded 80%
in average. Due to the fact that the sequence can contain
different numbers of subtasks, the balanced accuracy was
applied to account for a potential bias toward the more
frequent class (Brodersen et al., 2010). The balanced accuracy







weighting the true-positive and true-
negative rate equally. Since classification stages were built up
as binary classifiers, chance level ranged at 50%. To compare
the presented hybrid EEG/EOG-based classifier accuracy with
an implementation, which was built up with EEG-based binary
classifiers only, an offline data analysis was performed. The
different implementation methods at the first stage are illustrated
in Figure 4. Unlike the online implementation, in which
prolonged HOV (first stage) and side-specific ERD (second stage)
were used, offline classification was only based on the recorded
side-specific ERD (second stage of online paradigm) for both
stages, since this was the classification while imagined/attempted
finger movements were performed. This allowed comparison
of the two approaches without the need to conduct two
separate online sessions. Consequently, side-specific C3- and C4-
ERDs were both classified depending on the instructed task.
In case a left side closing was instructed, closing motions
>2 s of the right or both exoskeletons or no movement
were classified as false-negative events, whereas closing motion
>2 s of the left exoskeleton was classified as a true-positive
event. For the instruction to close the right side, the opposite
events were classified: Movement of the right exoskeleton was
classified as a true-negative event, while all other events were
considered as false positives. To test for differences in average
classification accuracy, a mixed-design analysis with “group”
(healthy participants, tetraplegics) as between-group variable and
“classification approach” (hybrid EEG/EOG brain/neural control,
standard EEG-based hierarchical classifier) as repeated-measures
variable was performed. To account for the limited number
of data samples, bootstrapping was applied (Wilcox, 2011).
Significance level was defined at p < 0.05. Safety was assumed
when the TTS an unintended closing motion was interrupted
within 2 s, meaning that closing motions were aborted before the
exoskeleton was fully closed. Moreover, user-friendliness was met
when the majority of tetraplegics rated EEG/EOG-based bilateral
control as comfortable and easy to apply.
RESULTS
Feasibility
Average TTI [mean TTI ± standard deviation (SD)] all EEG-
controlled visual closing motions ranged at 2.14 ± 0.66 s across
healthy participants and at 1.90 ± 0.97 s across tetraplegics,
documenting fluent bilateral B/NMI control. Figures 5A, 6A
show the individual TTI distribution for each participant. Only
one healthy participant exceeded the fluency criterion (P04:
3.25± 2.65 s).
Average accuracy (mean ± SD) for bilateral EEG/EOG
brain/neural exoskeleton control ranged across all classifiers
(i.e., including 1. stage classifier: prolonged HOV, and 2.
stage classifier: C3-/C4-ERD) at 85.89 ± 9.47% across healthy
participants and at 81.25± 5.84% across tetraplegics (Figure 4A).
For the standard EEG-based hierarchical classifier, average
accuracy declined across all classifiers to 71.33 ± 17.21% among
healthy participants and to 58.68 ± 10.62% among tetraplegics
(Figure 4B). There was a significant main effect of “classification
approach” (9 =−17.23, p < 0.001), confirming superiority of the
novel bilateral EEG/EOG brain/neural control for both healthy
participants as well as tetraplegics. There was no main effect
of “group” (9 = 6.04, p = 0.419) and no interaction between
“classification approach” and “group” (9 = 4.88, p = 0.449).
Tables 2, 3 list individual accuracy rates for each healthy
participant and tetraplegic as well as present accuracy results
of all classifiers at every hierarchical classification stage. Chance
level of binary classifiers ranged at 50%. Importantly, due to the
novel implementation (compare Figure 4A), prolonged HOVs to
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FIGURE 5 | Healthy participants: (A) “Time to initialize” (TTI) electroencephalography (EEG)-controlled closing motions of the left- or right-hand exoskeleton for each
participant. Horizontal dashed line indicates the threshold for fluency criterion set at 3 s. Average TTI across all subjects ranged below 3 s, documenting fluent
control. (B) “Time to stop” (TTS) an ongoing closing motion by using short horizontal oculoversions (HOVs). Horizontal dashed line indicates the threshold for safety
criterion set at 2 s. Centerlines of boxplot show the median, while crosses show the mean. Box limits indicate the 25th and 75th percentiles.
FIGURE 6 | Tetraplegics: (A) “Time to initialize” (TTI) electroencephalography (EEG)-controlled closing motions of the left- or right-hand exoskeleton for each
participant. Horizontal dashed line indicates the threshold for the fluency criterion set at 3 s. Average TTI across all subjects ranged below 3 s, documenting fluent
control. (B) “Time to stop” (TTS) an ongoing closing motion by using short horizontal oculoversions (HOVs). Horizontal dashed line indicates the threshold for the
safety criterion set at 2 s. Only tetraplegic T04 exceeded the threshold of safety criterion. Centerlines of boxplot show the median, while crosses show the mean.
Box limits indicate the 25th and 75th percentiles.
activate either the right or left exoskeleton at the first stage were
classified in 100% of the cases.
Safety
Average TTS (mean TTS ± SD) ongoing closing motions using
short HOVs ranged at 0.92 ± 0.26 s across healthy participants
and at 0.78 ± 0.46 s across tetraplegics. Figures 5B, 6B show
the individual TTS distribution for each participant. Only one
tetraplegic did not meet safety requirements while requiring more
than 2 s to stop ongoing closing motions in some of the trials
(T04: average TTS± SD ranged at 1.47± 1.24 s; Figure 6B).
User-Friendliness
With 88 ± 11% (mean ± SD) of the maximum achievable score,
tetraplegics rated the novel bilateral EEG/EOG-based control
paradigm as user-friendly and reliable. More specifically, all
tetraplegics answered that they did not experience any side
effects or discomfort, that the calibration/control instructions
were easy to follow, and that the overall control was reliable and
practical. Notably, all tetraplegics stated that the novel HOV-
based control was easy to learn and that HOV control was
comfortable. Importantly, three out of four tetraplegics would
use the presented control to operate real hand exoskeletons
bilaterally (Figure 7).
DISCUSSION
The presented study demonstrates feasibility and safety of a
novel EEG/EOG-based B/NMI control paradigm for operating
two hand exoskeletons. While feasibility was defined as fluency
and accuracy of operation, safety was assumed when unintended
closing motions could be aborted. We showed that eight
healthy participants as well as four chronic tetraplegics were
able to perform a complex sequence of subtasks mimicking
bimanual tasks in daily life using four EEG/EOG-based control
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TABLE 2 | Accuracy of bilateral electroencephalography/electrooculography (EEG/EOG) brain/neural exoskeleton control.
Healthy participants Tetraplegics
1. stage 2. stage Total 1. stage 2. stage Total
Left/Right Left/Rest Right/Rest Left/Right Left/Rest Right/Rest
No.
1 100.00 65.60 67.90 77.83 100.00 58.30 66.70 75.00
2 100.00 78.40 74.00 84.13 100.00 70.80 75.00 81.93
3 100.00 65.20 80.00 81.73 100.00 83.30 54.20 79.17
4 100.00 42.00 68.30 70.10 100.00 91.70 75.00 88.90
5 100.00 89.70 91.90 93.87
6 100.00 94.40 100.00 98.13
7 100.00 96.90 87.50 94.80
8 100.00 78.40 81.20 86.53
Mean 100.00 76.33 81.35 85.89 100.00 76.03 67.73 81.25
SD 0.00 18.34 11.36 9.47 0.00 14.61 9.83 5.84
Mean values with standard deviation (SD) are provided in bold.
TABLE 3 | Accuracy of standard electroencephalography (EEG)-based hierarchical classifier.
Healthy participants Tetraplegics
1. stage 2. stage Total 1. stage 2. stage Total
Left/Right Left/Rest Right/Rest Left/Right Left/Rest Right/Rest
No.
1 59.80 53.10 55.40 56.10 33.30 50.00 45.80 43.03
2 73.20 69.00 74.00 72.07 54.20 66.70 66.70 62.53
3 75.70 65.20 80.00 73.63 54.20 83.30 50.00 62.50
4 42.20 38.90 68.30 49.80 62.50 75.00 62.50 66.67
5 92.90 89.70 91.90 91.50
6 83.30 94.40 100.00 92.57
7 77.30 96.90 75.00 83.07
8 27.30 59.70 68.80 51.93
Mean 66.46 70.86 76.68 71.33 51.05 68.75 56.25 58.68
SD 22.03 20.99 14.05 17.21 12.46 14.22 9.94 10.62
Mean values with standard deviation (SD) are provided in bold.
commands [i.e., side-specific SMR-ERD at C3 or C4, as well as
prolonged (>1 s) and short HOVs; Table 1]. Fluent control was
documented by an average TTI EEG-controlled operations below
3 s (2.14 ± 0.66 s across healthy participants and 1.90 ± 0.97 s
across tetraplegics). These results are comparable to those of
previous studies, in which a unilateral whole-arm exoskeleton
was controlled by healthy participants (Crea et al., 2018) or
stroke survivors (Nann et al., 2020). Accurate control was
confirmed by an average classification accuracy exceeding 80%
(85.89 ± 15.81% across healthy participants and 81.25 ± 16.99%
across tetraplegics). Except for one tetraplegic, the TTS all
ongoing motions were below 2 s (in average 0.92 ± 0.26 s
across healthy participants and 0.78 ± 0.46 s across tetraplegics)
underlining the system’s safety. Finally, user-friendliness among
tetraplegics was proven by stating no discomfort and ease of
use in controlling the B/NMI system for bilateral operation with
88± 11% of the maximal achievable scores.
These results demonstrate for the first time that the presented
hybrid EEG/EOG-based B/NMI control paradigm can be used
for reliable and safe operation of two hand exoskeletons, e.g., to
perform bimanual tasks.
Control of two exoskeletons requires classification of more
than two classes (multiclass classification). This problem can be
solved either by directly applying multiclass methods, such as
naive Bayesian classifiers (Suk and Lee, 2012; Zhang et al., 2015)
or multilayer perceptrons (Balakrishnan and Puthusserypady,
2005), or, as more commonly used, by decomposing the
problem into several binary classifications (Lotte et al., 2018).
There are different possible decomposition methods, e.g.,
pairwise classification (Vuckovic et al., 2018) or by hierarchical
classification (Dong et al., 2017; Gundelakh et al., 2018).
However, all studies have relatively low binary classification
accuracies in common ranging from 50 to 70%. To achieve a
higher control accuracy, fusion of EOG- and EEG-based features
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FIGURE 7 | Five-level Likert scale questionnaire. After the experiment, all tetraplegics rated the user-friendliness of the overall process and especially the novel
electrooculography (EOG) control commands. Likert scale ranged from 1 to 5 with “1 = strongly agree” and “5 = strongly disagree.”
was suggested and implemented in the presented bilateral control
paradigm. A decisive step was to use a highly reliable EOG-based
feature at safety-critical positions in the hierarchical classifier
structure (Figure 4).
Fusing EEG with other biosignals like EOG is a well-
established approach in the BCI field (Pfurtscheller et al., 2010).
Soekadar et al. (2016) showed that such a hybrid EEG/EOG-
based B/NHE fully restored hand function after SCI. Tetraplegics
could eat and drink in a noisy outside restaurant by opening
up the exoskeleton with short HOVs. This principle was now
extended toward bilateral hand exoskeleton control introducing
prolonged HOV. The advantage of this implementation was
shown in the comparative offline analysis, where classification
accuracy declined by 14.6% in healthy participants and by 22.6%
in tetraplegics. The substantial decline in classification accuracy
in tetraplegics compared to healthy participants underlines the
need to compensate for the lack of lateralization in SCI by a
reliable EOG-based switch between the two actuators.
One healthy participant (P04) did not meet the fluency
criterion by 0.25 s in average, and one tetraplegic (T04) exceeded
the safety criterion in some of the trials. However, in both cases,
the unusually large SDs of 2.65 s for P04 and 1.24 s of T04
indicate that either the calibration threshold was not optimal or
the participant did not attend to the task. Moreover, T04 was the
only participant who stated that he would not want to use this
paradigm in real life underpinning the previous assumptions.
Since EEG-based B/NMI control is generally more effortful
than using other biosignals, e.g., electromyography (EMG) or
HOV, one could argue that all exoskeleton movements could
be controlled by HOV. However, contrary to eye movements,
EEG-based control was shown to be more intuitive since
exoskeleton closing motions are directly linked to imagining or
attempting to move the paralyzed fingers (Soekadar et al., 2016).
Moreover, there is increasing evidence that repeated
brain/neural control of exoskeletons can trigger neural
recovery (Donati et al., 2016; Wagner et al., 2018). Therefore,
a combination of both operational purposes, i.e., assistive and
restorative use, was suggested (Soekadar et al., 2019; Soekadar
and Nann, 2020). Here, the assistive neural exoskeleton is used
as a technical aid for the physiotherapist to train the patient in
performing ADLs. This hybrid approach promises to facilitate
generalization of learned skills to real-life environments and may
increase the impact of the rehabilitation treatment. The proposed
B/NMI control paradigm paves the way toward implementation
of such hybrid approach for restoration of bimanual ADLs.
Besides extending the existing EEG/EOG B/NMI control
paradigm toward bilateral hand exoskeleton control, minimizing
electrode biosignal recording sites constitutes another important
step for everyday life applicability (Cavallo et al., 2020). Moreover,
considering that the high classification accuracy (>80%) was
achieved with a minimalistic setup of only nine EEG recording
sites, this opens up new opportunities for an easy applicable
EEG headset system without the need for time-consuming whole-
head EEG recordings, which is usually needed for advanced CSP
algorithms, achieving comparable classification results.
To reliably detect prolonged HOVs (>1 s), bipolar EOG
signals have to contain low-frequency information. Therefore, a
high-pass filter (lower cutoff frequency at 0.02 Hz) has to be used.
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As low-frequency bands are prone to be susceptible to movement
artifacts, e.g., related to head movements, it needs to be
tested whether the proposed approach for bilateral brain/neural
exoskeleton control can be applied under less controlled and very
noisy conditions (e.g., in an outside restaurant). Here, using other
EOG signal features that are less dependent on information in the
lower frequency bands could overcome this issue.
Larger clinical studies are needed to investigate whether
these results can be generalized toward a broader spectrum
of SCI patients. While all participants rated the brain/neural
control paradigm as fluent, further increasing fluency would be
desirable. In this context, taking advantage of lateralized brain
activity [e.g., in the form of lateralized potential shifts preceding
voluntary movements, the so-called Bereitschaftspotential or BP
(Nann et al., 2019), or movement-related cortical potentials
(MRCPs; Schwarz et al., 2020)] may contribute toward such
aim. Since it was shown that SMR-ERDs are more pronounced
over the contralateral hemisphere (Nikulin et al., 2008), it
might be possible using advanced signal-processing tools to
determine the side of the intended movement by assessing such
lateralized activity only.
DATA AVAILABILITY STATEMENT
The raw data supporting the conclusions of this article will be
made available by the authors, without undue reservation.
ETHICS STATEMENT
The studies involving human participants were reviewed and
approved by the Ethics Commission at the Medical Faculty
of the Eberhard Karls University and the University Hospital
Tübingen. The patients/participants provided their written
informed consent to participate in this study.
AUTHOR CONTRIBUTIONS
MN and NP designed the study. NP collected the data of the
healthy participants. MN, NP, and CA collected the data of the
tetraplegics. MN and NP analyzed the data. MN, NP, CA, and SS
interpreted the data and performed the literature search. MN, NP,
CA, and SS wrote the manuscript. All authors contributed to the
article and approved the submitted version.
FUNDING
This research was supported by the Baden-Württemberg
Stiftung (NEU007/1), the European Research Council (ERC-
2017-STG-759370), and the Einstein Foundation Berlin. We
acknowledge support from the German Research Foundation
(DFG) and the Open Access Publication Fund of Charité–
Universitätsmedizin Berlin.
REFERENCES
Ahuja, C. S., Wilson, J. R., Nori, S., Kotter, M. R. N., Druschel, C., Curt, A.,
et al. (2017). Traumatic spinal cord injury. Nat. Rev. Dis. Primers 3:17018.
doi: 10.1038/nrdp.2017.18
Ajiboye, A. B., Willett, F. R., Young, D. R., Memberg, W. D., Murphy, B. A., Miller,
J. P., et al. (2017). Restoration of reaching and grasping movements through
brain-controlled muscle stimulation in a person with tetraplegia: a proof-of-
concept demonstration. Lancet 389, 1821–1830. doi: 10.1016/S0140-6736(17)
30601-3
Alam, M., Rodrigues, W., Pham, B. N., and Thakor, N. V. (2016). Brain-machine
interface facilitated neurorehabilitation via spinal stimulation after spinal cord
injury: recent progress and future perspectives. Brain Res. 1646, 25–33. doi:
10.1016/j.brainres.2016.05.039
Anderson, K. D. (2004). Targeting recovery: priorities of the spinal cord-injured
population. J. Neurotrauma 21, 1371–1383. doi: 10.1089/neu.2004.21.1371
Balakrishnan, D., and Puthusserypady, S. (2005). “"Multilayer perceptrons for the
classification of brain computer interface data,” in Proceedings of the IEEE
31st Annual Northeast Bioengineering Conference, 2005 IEEE, Hoboken, NJ,
118–119.
Bednar, M. S., and Woodside, J. C. (2018). Management of upper extremities
in tetraplegia: current concepts. JAAOS J. Am. Acad. Orthopaedic Surg. 26,
e333–e341. doi: 10.5435/jaaos-d-15-00465
Benabid, A. L., Costecalde, T., Eliseyev, A., Charvet, G., Verney, A., Karakas, S.,
et al. (2019). An exoskeleton controlled by an epidural wireless brain–machine
interface in a tetraplegic patient: a proof-of-concept demonstration. Lancet
Neurol. 18, 1112–1122. doi: 10.1016/s1474-4422(19)30321-7
Bouton, C. E., Shaikhouni, A., Annetta, N. V., Bockbrader, M. A., Friedenberg,
D. A., Nielson, D. M., et al. (2016). Restoring cortical control of functional
movement in a human with quadriplegia. Nature 533, 247–250. doi: 10.1038/
nature17435
Brodersen, K. H., Ong, C. S., Stephan, K. E., and Buhmann, J. M. (2010). “The
balanced accuracy and its posterior distribution,” in Proceedings of the 2010 20th
International Conference on Pattern Recognition: IEEE, Istanbul, 3121–3124.
Bunketorp-Käll, L., Wangdell, J., Reinholdt, C., and Fridén, J. (2017). Satisfaction
with upper limb reconstructive surgery in individuals with tetraplegia:
the development and reliability of a Swedish self-reported satisfaction
questionnaire. Spinal Cord 55, 664–671. doi: 10.1038/sc.2017.12
Campbell, M. L., Sheets, D., and Strong, P. S. (1999). Secondary health conditions
among middle-aged individuals with chronic physical disabilities: implications
for unmet needs for services. Assist Technol. 11, 105–122. doi: 10.1080/
10400435.1999.10131995
Cappello, L., Meyer, J. T., Galloway, K. C., Peisner, J. D., Granberry, R., Wagner,
D. A., et al. (2018). Assisting hand function after spinal cord injury with a fabric-
based soft robotic glove. J. Neuroeng. Rehabil. 15, 59–59. doi: 10.1186/s12984-
018-0391-x
Carvalho, R., Dias, N., and Cerqueira, J. J. (2019). Brain-machine interface of upper
limb recovery in stroke patients rehabilitation: a systematic review. Physiother.
Res. Int. 24:e1764. doi: 10.1002/pri.1764
Cavallo, A., Roth, V., Haslacher, D., Nann, M., and Soekadar, S. R. (2020).
Minimizing biosignal recording sites for noninvasive hybrid brain/neural
control. IEEE Syst. J. 1–7. doi: 10.1109/JSYST.2020.3021751
Collinger, J. L., Boninger, M. L., Bruns, T. M., Curley, K., Wang, W., and Weber,
D. J. (2013a). Functional priorities, assistive technology, and brain-computer
interfaces after spinal cord injury. J. Rehabil. Res. Dev. 50:145. doi: 10.1682/
jrrd.2011.11.0213
Collinger, J. L., Wodlinger, B., Downey, J. E., Wang, W., Tyler-Kabara, E. C.,
Weber, D. J., et al. (2013b). High-performance neuroprosthetic control by an
individual with tetraplegia. Lancet 381, 557–564. doi: 10.1016/S0140-6736(12)
61816-9
Coscia, M., Wessel, M. J., Chaudary, U., Millán, J. D. R., Micera, S., Guggisberg,
A., et al. (2019). Neurotechnology-aided interventions for upper limb motor
rehabilitation in severe chronic stroke. Brain 142, 2182–2197. doi: 10.1093/
brain/awz181
Crea, S., Nann, M., Trigili, E., Cordella, F., Baldoni, A., Badesa, F. J., et al. (2018).
Feasibility and safety of shared EEG/EOG and vision-guided autonomous
whole-arm exoskeleton control to perform activities of daily living. Sci. Rep.
8:10823. doi: 10.1038/s41598-018-29091-5
Frontiers in Human Neuroscience | www.frontiersin.org 11 December 2020 | Volume 14 | Article 580105
fnhum-14-580105 December 3, 2020 Time: 17:29 # 12
Nann et al. EEG/EOG-Based BCI for Bilateral Control
Dahlberg, L. S., Becerra, L., Borsook, D., and Linnman, C. (2018). Brain changes
after spinal cord injury, a quantitative meta-analysis and review. Neurosci.
Biobehav. Rev. 90, 272–293. doi: 10.1016/j.neubiorev.2018.04.018
Donati, A. R., Shokur, S., Morya, E., Campos, D. S., Moioli, R. C., Gitti, C. M., et al.
(2016). Long-term training with a brain-machine interface-based gait protocol
induces partial neurological recovery in paraplegic patients. Sci. Rep. 6:30383.
doi: 10.1038/srep30383
Dong, E., Li, C., Li, L., Du, S., Belkacem, A. N., and Chen, C. (2017). Classification
of multi-class motor imagery with a novel hierarchical SVM algorithm for
brain–computer interfaces. Med. Biol. Eng. Comput. 55, 1809–1818. doi: 10.
1007/s11517-017-1611-4
Dunn, J. A., Sinnott, K. A., Rothwell, A. G., Mohammed, K. D., and Simcock, J. W.
(2016). Tendon transfer surgery for people with tetraplegia: an overview. Arch.
Phys. Med. Rehabil. 97, S75–S80.
Frolov, A. A., Mokienko, O., Lyukmanov, R., Biryukova, E., Kotov, S., Turbina, L.,
et al. (2017). Post-stroke rehabilitation training with a motor-imagery-based
brain-computer interface (BCI)-controlled hand exoskeleton: a randomized
controlled multicenter trial. Front. Neurosci. 11:400. doi: 10.3389/fnins.2017.
00400
Gohritz, A., and Fridén, J. (2018). Management of spinal cord injury-induced
upper extremity spasticity. Hand Clin. 34, 555–565. doi: 10.1016/j.hcl.2018.
07.001
Gundelakh, F., Stankevich, L., and Sonkin, K. (2018). “Mobile robot control
based on noninvasive brain-computer interface using hierarchical classifier of
imagined motor commands,” in Proceedings of the MATEC Web of Conferences,
(Les Ulis: EDP Sciences), 03003. doi: 10.1051/matecconf/201816103003
Heide, W., Koenig, E., Trillenberg, P., Kompf, D., and Zee, D. S. (1999).
Electrooculography: technical standards and applications. The International
Federation of Clinical Neurophysiology. Electroencephalogr. Clin. Neurophysiol.
Suppl. 52, 223–240.
Ho, C. H., Triolo, R. J., Elias, A. L., Kilgore, K. L., Dimarco, A. F., Bogie, K.,
et al. (2014). Functional electrical stimulation and spinal cord injury. Phys. Med.
Rehabil. Clin. 25, 631–654.
Hochberg, L. R., Bacher, D., Jarosiewicz, B., Masse, N. Y., Simeral, J. D.,
Vogel, J., et al. (2012). Reach and grasp by people with tetraplegia using a
neurally controlled robotic arm. Nature 485, 372–375. doi: 10.1038/nature
11076
Holtz, K. A., Lipson, R., Noonan, V. K., Kwon, B. K., and Mills, P. B. (2017).
Prevalence and effect of problematic spasticity after traumatic spinal cord
injury. Arch. Phys. Med. Rehabil. 98, 1132–1138. doi: 10.1016/j.apmr.2016.
09.124
León, C. L. (2017). Multilabel Classification of EEG-based Combined Motor
Imageries Implemented for the 3D Control of a Robotic Arm. Nancy: University
of Lorraine.
Lo, C., Tran, Y., Anderson, K., Craig, A., and Middleton, J. (2016). Functional
priorities in persons with spinal cord injury: using discrete choice experiments
to determine preferences. J. Neurotrauma 33, 1958–1968. doi: 10.1089/neu.
2016.4423
Lotte, F., Bougrain, L., Cichocki, A., Clerc, M., Congedo, M., Rakotomamonjy,
A., et al. (2018). A review of classification algorithms for EEG-based brain-
computer interfaces: a 10 year update. J. Neural Eng. 15:031005. doi: 10.1088/
1741-2552/aab2f2
McFarland, D. J. (2015). The advantages of the surface Laplacian in brain-computer
interface research. Int. J. Psychophysiol. 97, 271–276. doi: 10.1016/j.ijpsycho.
2014.07.009
Mekki, M., Delgado, A. D., Fry, A., Putrino, D., and Huang, V. (2018). Robotic
rehabilitation and spinal cord injury: a narrative review. Neurotherapeutics 15,
604–617.
Meng, J., Zhang, S., Bekyo, A., Olsoe, J., Baxter, B., and He, B. (2016). Noninvasive
electroencephalogram based control of a robotic arm for reach and grasp tasks.
Sci. Rep. 6:38565.
Nann, M., Cohen, L. G., Deecke, L., and Soekadar, S. R. (2019). To jump or not
to jump–the Bereitschaftspotential required to jump into 192-meter abyss. Sci.
Rep. 9:2243. doi: 10.1038/s41598-018-38447-w
Nann, M., Cordella, F., Trigili, E., Lauretti, C., Bravi, M., Miccinilli, S., et al.
(2020). Restoring activities of daily living using an EEG/EOG-controlled semi-
autonomous and mobile whole-arm exoskeleton in chronic stroke. IEEE Syst. J.
1–8. doi: 10.1109/JSYST.2020.3021485
National Spinal Cord Injury Statistical Center (2019). National Spinal Cord Injury
Statistical Center Annual Statistical Report. Birmingham, AL: University of
Alabama at Birmingham.
Neuper, C., Wortz, M., and Pfurtscheller, G. (2006). ERD/ERS patterns reflecting
sensorimotor activation and deactivation. Prog. Brain Res. 159, 211–222. doi:
10.1016/S0079-6123(06)59014-4
Nikulin, V. V., Hohlefeld, F. U., Jacobs, A. M., and Curio, G. (2008). Quasi-
movements: a novel motor-cognitive phenomenon. Neuropsychologia 46, 727–
742. doi: 10.1016/j.neuropsychologia.2007.10.008
Ortner, R., Scharinger, J., Lechner, A., and Guger, C. (2015). “How many people
can control a motor imagery based BCI using common spatial patterns?",” in
Proceedings of the 2015 7th International IEEE/EMBS Conference on Neural
Engineering (NER): IEEE, Montpellier, 202–205.
Osuagwu, B. C., Wallace, L., Fraser, M., and Vuckovic, A. (2016). Rehabilitation
of hand in subacute tetraplegic patients based on brain computer interface
and functional electrical stimulation: a randomised pilot study. J. Neural Eng.
13:065002. doi: 10.1088/1741-2560/13/6/065002
Pfurtscheller, G., Allison, B. Z., Brunner, C., Bauernfeind, G., Solis-Escalante, T.,
Scherer, R., et al. (2010). The hybrid BCI. Front. Neurosci. 4:30. doi: 10.3389/
fnpro.2010.00003
Pfurtscheller, G., and Aranibar, A. (1979). Evaluation of event-related
desynchronization (ERD) preceding and following voluntary self-paced
movement. Electroencephalogr. Clin. Neurophysiol. 46, 138–146. doi: 10.1016/
0013-4694(79)90063-4
Pfurtscheller, G., and da Silva, F. H. L. (1999). Event-related EEG/MEG
synchronization and desynchronization: basic principles. Clin. Neurophysiol.
110, 1842–1857. doi: 10.1016/S1388-2457(99)00141-8
Ragnarsson, K. (2008). Functional electrical stimulation after spinal cord injury:
current use, therapeutic effects and future directions. Spinal Cord 46, 255–274.
doi: 10.1038/sj.sc.3102091
Rushton, P. W., Miller, W. C., Mortenson, W. B., and Garden, J. (2010). Satisfaction
with participation using a manual wheelchair among individuals with spinal
cord injury. Spinal Cord 48, 691–696. doi: 10.1038/sc.2009.197
Schalk, G., Mcfarland, D. J., Hinterberger, T., Birbaumer, N., and Wolpaw, J. R.
(2004). BCI2000: a general-purpose brain-computer interface (BCI) system.
IEEE Trans. Biomed. Eng. 51, 1034–1043. doi: 10.1109/TBME.2004.827072
Schwarz, A., Pereira, J., Kobler, R., and Muller-Putz, G. R. (2020). Unimanual and
bimanual reach-and-grasp actions can be decoded from human EEG. IEEE
Trans. Biomed. Eng. 67, 1684–1695. doi: 10.1109/TBME.2019.2942974
Snoek, G. J., Mj, I. J., Hermens, H. J., Maxwell, D., and Biering-Sorensen, F. (2004).
Survey of the needs of patients with spinal cord injury: impact and priority
for improvement in hand function in tetraplegics. Spinal Cord 42, 526–532.
doi: 10.1038/sj.sc.3101638
Soekadar, S. R., Cohen, L. G., and Birbaumer, N. (2015a). “Clinical brain-machine
interfaces,” in Cognitive Plasticity in Neurologic Disorders, eds J. I. Tracy and
B. M. Hampstead (Oxford: Oxford University Press), 347–363.
Soekadar, S. R., Haagen, K., and Birbaumer, N. (2008). “Brain-computer interfaces
(BCI): restoration of movement and thought from neuroelectric and metabolic
brain activity,” in Coordination: Neural, Behavioral and Social Dynamics,
eds A. Fuchs and V. K. Jirsa (Berlin: Springer). doi: 10.1007/978-3-540-744
79-5_11
Soekadar, S. R., and Nann, M. (2020). “Neural-gesteuerte robotik für assistenz und
rehabilitation im alltag,” in Mensch-Roboter-Kollaboration, ed. H. J. Buxbaum
(Wiesbaden: Springer), 117–131. doi: 10.1007/978-3-658-28307-0_8
Soekadar, S. R., Nann, M., Crea, S., Trigili, E., Gómez, C., Opisso, E., et al. (2019).
“Restoration of finger and arm movements using hybrid brain/neural assistive
technology in everyday life environments,” in Brain-Computer Interface
Research, A State-of-the-Art Summary 7, eds N. M.-K. Christoph Guger and
B. Z. Allison (Berlin: Springer International Publishing), 53–61. doi: 10.1007/
978-3-030-05668-1_5
Soekadar, S. R., Witkowski, M., Gómez, C., Opisso, E., Medina, J., Cortese, M., et al.
(2016). Hybrid EEG/EOG-based brain/neural hand exoskeleton restores fully
independent daily living activities after quadriplegia. Sci. Robot. 1:eaag3296.
doi: 10.1126/scirobotics.aag3296
Soekadar, S. R., Witkowski, M., Mellinger, J., Ramos, A., Birbaumer, N., and Cohen,
L. G. (2011). ERD-based online brain-machine interfaces (BMI) in the context
of neurorehabilitation: optimizing BMI learning and performance. IEEE Trans.
Neural Syst. Rehabil. Eng. 19, 542–549. doi: 10.1109/TNSRE.2011.2166809
Frontiers in Human Neuroscience | www.frontiersin.org 12 December 2020 | Volume 14 | Article 580105
fnhum-14-580105 December 3, 2020 Time: 17:29 # 13
Nann et al. EEG/EOG-Based BCI for Bilateral Control
Soekadar, S. R., Witkowski, M., Vitiello, N., and Birbaumer, N. (2015b). An
EEG/EOG-based hybrid brain-neural computer interaction (BNCI) system to
control an exoskeleton for the paralyzed hand. Biomed. Tech. 60, 199–205.
doi: 10.1515/bmt-2014-0126
Suk, H.-I., and Lee, S.-W. (2012). A novel Bayesian framework for discriminative
feature extraction in brain-computer interfaces. IEEE Trans. Pattern Anal.
Machine Intell. 35, 286–299. doi: 10.1109/tpami.2012.69
Tang, Z., Sun, S., Zhang, S., Chen, Y., Li, C., and Chen, S. (2016). A brain-machine
interface based on ERD/ERS for an upper-limb exoskeleton control. Sensors
16:2050. doi: 10.3390/s16122050
Vidaurre, C., and Blankertz, B. (2010). Towards a cure for BCI illiteracy. Brain
Topogr. 23, 194–198. doi: 10.1007/s10548-009-0121-6
Vidaurre, C., Klauer, C., Schauer, T., Ramos-Murguialday, A., and Müller, K.-R.
(2016). EEG-based BCI for the linear control of an upper-limb neuroprosthesis.
Med. Eng. Phys. 38, 1195–1204. doi: 10.1016/j.medengphy.2016.06.010
Vuckovic, A., Pangaro, S., and Finda, P. (2018). Unimanual versus bimanual motor
imagery classifiers for assistive and rehabilitative brain computer interfaces.
IEEE Trans. Neural Syst. Rehabil. Eng. 26, 2407–2415. doi: 10.1109/tnsre.2018.
2877620
Wagner, F. B., Mignardot, J. B., Le Goff-Mignardot, C. G., Demesmaeker, R., Komi,
S., Capogrosso, M., et al. (2018). Targeted neurotechnology restores walking in
humans with spinal cord injury. Nature 563, 65–71. doi: 10.1038/s41586-018-
0649-2
Wilcox, R. R. (2011). Introduction to Robust Estimation and Hypothesis Testing.
Cambridge, MA: Academic press.
Witkowski, M., Cortese, M., Cempini, M., Mellinger, J., Vitiello, N., and Soekadar,
S. R. (2014). Enhancing brain-machine interface (BMI) control of a hand
exoskeleton using electrooculography (EOG). J. Neuroeng. Rehabil. 11:165. doi:
10.1186/1743-0003-11-165
Wolpaw, J. R., Birbaumer, N., Mcfarland, D. J., Pfurtscheller, G., and Vaughan,
T. M. (2002). Brain-computer interfaces for communication and control. Clin.
Neurophysiol. 113, 767–791. doi: 10.1016/s1388-2457(02)00057-3
Yoo, H.-J., Lee, S., Kim, J., Park, C., and Lee, B. (2019). Development of 3D-printed
myoelectric hand orthosis for patients with spinal cord injury. J. Neuro Eng.
Rehabil. 16:162.
Yun, Y., Dancausse, S., Esmatloo, P., Serrato, A., Merring, C. A., Agarwal, P., et al.
(2017). “Maestro: an EMG-driven assistive hand exoskeleton for spinal cord
injury patients,” in Proceedings of the 2017 IEEE International Conference on
Robotics and Automation (ICRA): IEEE), Singapore, 2904–2910.
Zhang, Y., Zhou, G., Jin, J., Zhao, Q., Wang, X., and Cichocki, A. (2015).
Sparse Bayesian classification of EEG for brain–computer interface. IEEE
Trans. Neural Netw. Learn. Syst. 27, 2256–2267. doi: 10.1109/tnnls.2015.24
76656
Conflict of Interest: The authors declare that the research was conducted in the
absence of any commercial or financial relationships that could be construed as a
potential conflict of interest.
Copyright © 2020 Nann, Peekhaus, Angerhöfer and Soekadar. This is an open-access
article distributed under the terms of the Creative Commons Attribution License
(CC BY). The use, distribution or reproduction in other forums is permitted, provided
the original author(s) and the copyright owner(s) are credited and that the original
publication in this journal is cited, in accordance with accepted academic practice. No
use, distribution or reproduction is permitted which does not comply with these terms.
Frontiers in Human Neuroscience | www.frontiersin.org 13 December 2020 | Volume 14 | Article 580105
